
replaced TRH at wslope6
Dec 6, 15:20 pm

Removed TRH023 which has been reporting raw values of 0 for T and RH since yesterday. Saw no obvious problems with the transducer.

Installed TRH24 at 15:30

Sonic has wicks.

Pulled a drip loop in downlooking PYG cable. PSP had a nice drip loop.
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